Choosing the correct materials for medical syringes.
The choice of the correct material for medical syringes is determined by the requirements demanded by users and manufacturers. New advances are making it easier to meet these requirements and leading to higher quality products with increased reliability. In this article, the author looks at the requirements of a good medical syringe and discusses the latest developments in polyolefins. Recent improvements are illustrated in a comparative study of glass, and polypropylene and polyethylene.